
First experience with a new technique: portable gamma 
camera usage for sentinel lymph node identification in a 
patient with breast cancer

INTRODUCTION
Preoperative physical examination, ultrasonography, computed tomography/magnetic resonance im-
aging are initially performed on evaluation of axilla in patients with breast cancer. Additionally, invasive 
methods like fine needle aspiration biopsy or Tru-cut biopsy may be necessary in some patients. How-
ever, sentinel lymph node (SLN) analysis is the accepted method for staging axillary lymph nodes (1). 
Despite all the advances in the field of imaging for oncology (Positron emission tomography imaging 
or magnetic resonance imaging), SLN imaging continues to be the most important modality in axillary 
staging in early breast cancer patients with radiopathologically negative axillary lymph node status (2, 
3). Intraoperative gamma probe applications have become a standard procedure in SLN identification 
during the surgery (1). There are some discussions about the necessity of preoperative gamma camera 
imaging; however, scintigraphy imaging provides the exact number of lymph nodes, and the additional 
lymph nodes may be observed outside the axillary region (4). Portable gamma camera imaging is a 
new development that provides intra-operative images of the injection site and possible SLNs. The ex-
pectations from this new modality in SLN imaging are finding out additional lymph nodes, confidence 
regarding the complete excision of all SLNs, and ruling out possible unexpected lymph nodes like inter-
nal mammarian lymph nodes if preoperative gamma camera imaging was not performed (5). There are 
limited numbers of studies concerning the performance of portable gamma camera in SLN imaging for 
breast cancer patients (6). SLNs initially discovered by both of the gamma probe and gamma camera in 
combined manner after while sentinel nodes were removed via gamma probe then axilla was checked 
with gamma camera for unrevealed nodes (6).

 In this case, the influence of all SLN imaging methods was demonstrated in the reported patient. We 
aimed to find out the effectivity of portable gamma camera in SLN imaging. 

CASE PRESENTATION
A 68-year-old female patient with anamnesis of breast lesion identified previously, which was diagnosed 
as malignant, visited our hospital and left mastectomy and additional SLN excision was planned.The 
patient had palpable left breast tumor without palpable lymph node in the axillary region (clinically 
N0). Prior to the surgery and after the informed consent was obtained, gamma camera imaging for SLN 
identification was performed by subdermal administration of 1 mCi (37 MBq) nanocolloidusing a dou-
ble-head SPECT gamma camera in a dynamic manner in anteroposterior projection. The injection was 
administered in the Nuclear Medicine Department about 1 h prior to the surgery. Single SLN was identi-
fied in left axilla by scintigraphy. Additional blue dye administration was performed. In the operating 
room prior to surgery, activity of injection site and additional lymph node in left axilla was localized by 
portable gamma camera (Crystal Cam; with technical specialties as follows;dimensions: 65 ×65×180mm; 
detector: CdZnTe, 16×16=256 Pixel; detector dimensions: 39.06×39.06×5mm; energy range: 45-250keV; 
energy resolution:<6% at 122keV, <5.5% at Tc-99m) (Video 1). Left simple mastectomy and SLN dissec-
tion were planned for the patient. A clinician from Nuclear Medicine Department was in the operating 
room; one of surgeons performed the dissection with the guidance of gamma probe. During the opera-
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tion, simultaneous evaluation of SLN by both portable gamma 
camera (Figure 1) and gamma probe pointed out the same le-
sion that was excised after awhile and was proved to be the 
target SLN by both devices.Clarification of the axillary region 

and absence of activity anywhere else was verified using the 
portable gamma camera (Figure 2). The identification and ex-
cision of the lymph node took 15 min. Frozen section analysis 
of the SLN did not reveal any tumor-bearing lymph node and 
additional left mastectomy specimen showed a 2-cm invasive 
ductal carcinoma lesion. Patient had an eventless postopera-
tive period with no complications.

DISCUSSION
In patients with N0 clinical nodal status, it is possible to per-
form SLN dissection instead of axillary dissection, which is a 
morbid procedure (1). Radionuclide identification of the SLN 
and radioguided surgery is the method of choice in most of 
the centers like ours.Recent advances have improved SLN 
detection rates and provided easier identification of SLNs in 
especially difficult cases that may require additional SPECT/
CT imaging, an imaging modality which helps with anatomi-
cal information in addition to planar gamma camera imag-
ing and intraoperative gamma probe localization (7). In some 
cases, identification of SLNs may be challenging, despite the 
injection of blue dye and preoperative scintigraphy imaging 
and gamma probe localization, requiring longer time for SLN 
excision (8). The possible difficulties in SLN imaging may be 
in transit nodes, internal mammary lymph nodes, and lymph 
nodes in close proximity to the injection site (9). Soluri et al. 
(10) considered portable gamma camera imaging beneficial 
in 27% of their patients. Vermeeren et al. (11) reported addi-
tional 24% improvement in SLN detection rate by application 
of portable gamma camera. Vidal Sicard et al. (12) found that 
portable gamma probe might identify SLN in 88% of cases. 
Although previous authors report about 10 min of prolonged 
operation time, in our experience, we did not observe addi-
tional time delay to complete the operation (13). The identi-
fication and excision of SLN took 15 min. Cardonia-Arbonies 
et al. (14) emphasized the fact that there might be additional 
sentinel lymph nodes other than the preoperative scintigra-
phy because of different positions of the patient during the 
surgery and during the scintigraphy, and they observed two 
cases with additional lymph nodes depicted after the excision 
because of remaining activity observed using the portable 
gamma camera. 

In order to obviate the need for axillary dissection, it is advised 
to achieve an identification rate of >90% and a false negativ-
ity rate of <5% according to recent guidelines (5). However, a 
false negativity rate below 5% is considered difficult accord-
ing to the literature (5). Goni Girones et al. (5) reported an in-
crease of 1.7% in localization with additional portable gamma 
camera imaging. These authors also report a slight increase in 
the number of patients with 3 or more sentinel lymph nodes, 
although not statistically significant (5). 

CONCLUSION
The limitations of this novel method are application of two dif-
ferent devices (gamma probe and portable gamma camera), 
which may cause some increase in the duration of the surgical 
procedure. This method may be more critical in radionuclide 
lesion localization for breast lesions and residue removal for 
thyroid carcinomas. 

The combined usage of blue dye, preoperative gamma cam-
era imaging, intraoperative gamma probe imaging, and por-
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Figure 1. Exploration of sentinel lymph node using portable 
gamma camera

Figure 2. After the clarification of the axillary region, 
absence of activity anywhere else was verified using 
portable gamma camera



table gamma camera revealed complementary results in this 
case for the identification of sentinel lymph nodes. Portable 
gamma camera may also add information in more complicat-
ed cases for sentinel lymph node identification. 
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